WIPE TEST INSTRUCTIONS:

Wipe an area of at least 100 cm² (10 cm × 10 cm).

Count wipe samples in an approved gamma counter.

Decontaminate according to the limits listed on the gamma counter calibration sticker.

Call Radiation Safety for more info, x4347.